[The reference values of indicators of total blood analysis of adult working population].
The application in laboratory diagnostics of the hematologic analyzers of different class functioning on the basis of various methods of calculation and identification of blood cells condition the need of establishing the reference intervals for the blood picture parameters. In the documents GOSTK 53002-2008, S28-A3 (CLSI) of 2008 the regulations are proposed to establish the reference intervals with detailed description of data statistical analysis. The processing of blood pictures of 1453 healthy patients the reference intervals were established for the indicators of clinical blood analysis. The results saved in the laboratory data base and obtained using analyzer Sysmex XT-2000i (Sysmex Corporation, Japan) were analyzed.